Warehouse Monitoring & Mapping
A Step by Step Guide for Good
Manufacturing Practices

Simplifying How the World Measures & Records Data
Whether a warehouse is being used for
storage of food, medical supplies, or any
other perishable good, they are held to the
same standard guidelines outlined by Good
Manufacturing Practices (GMP) regulators.
As an integral part of these guidelines,
warehouse mapping or validation studies
must be performed to ensure that the entire
space is maintaining safe temperature and
humidity levels, depending on the product

being stored. An inadequate storage
environment can not only result in spoiled
food, but can also result in unsafe medicines
or other health hazardous results.
Data loggers play a crucial role in warehouse
mapping. They provide a complete overview
of the storage environment that can easily
be analyzed to determine if the warehouse
is maintaining safe conditions for the stored
product.

RFRHTemp2000A

Wireless Humidity and Temperature Data Logger
www.madgetech.com/rfrhtemp2000a.html

Warehouse Mapping
MadgeTech has outlined the following steps to assist users in determining
warehouse mapping needs for compliance with GMP.
Step 1. Create a Validation Plan
Step 2. Determine What Areas Will be Monitored and Identify Areas of Risk
Step 3. Create the Detailed Protocol
Step 4. Select the Appropriate Equipment
Step 5. Set Up the Data Loggers Throughout the Warehouse
Step 6. Conduct a Test and Review the Results
Step 7. Make Modifications as Necessary
Step 8. Initiate the Mapping Study Schedule

Steps to Determine Warehouse
Mapping Needs for GMP Compliance
Step 1: Create a Validation Plan
The validation plan is the master reference document specifying the action that the company will take to qualify
all aspects of the facility, equipment and staff to ensure compliance standards are upheld. Keep in mind this plan
will be the first thing regulators will see to evaluate the company’s methods, so rationale on methods should be
thoroughly explored.
Be sure that your validation plan clearly covers the topics as follows:
▶▶ State the validation objectives and identify staff roles, responsibilities and who will have authority
▶▶ A detailed list of validation activities, processes and the equipment that will be used
▶▶ What the company’s response will be if temperature, humidity, pressure or CO2 levels breach tolerance
▶▶ The validation schedule
▶▶ Reassessment protocol when conditions or events such as maintenance, construction or reorganizing result in
the need for revalidation, or if the study results indicate the need for adjustment
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Step 2: Determine What Areas Will be
Monitored and Identify Areas of Risk
If a warehouse is large, there is a greater risk of temperature fluctuation throughout the space. Smaller warehouses
tend to heat up more quickly, which poses just as much risk to the product inside. Every warehouse is different, so
it is necessary to have a basic understanding of the particular environment prior to beginning the mapping process
and identify areas that are at risk of unacceptable variations.
Consider the impact of the following:
▶▶ Volume of space and HVAC demands
▶▶ Temperature gradients from cooler air near the floor and warmer air near the warehouse ceiling
▶▶ Fans, air conditioners or space heaters that may create pockets of warm or cold air
▶▶ Layout of shelving and racks to identify any airflow obstruction
▶▶ High traffic areas, windows, doors or loading docks
▶▶ Seasonal temperature changes or extreme weather events
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Step 3: Create the Detailed Protocol
Using the information collected during the risk assessment, be sure that the protocol includes all the necessary
details pertaining to the mapping study and an explanation of how those decisions were made.
Include the following:
▶▶ What parameters will be monitored and at what reading intervals (example relative humidity at 5 minute intervals)
▶▶ How many data loggers will be used of each type and the distance between where they will be placed
▶▶ A diagram of the facility showing where all the data loggers will be located
▶▶ The duration of the mapping study (be sure that the duration spans any variety of activities that may impact fluctuations
such as weekends versus weekdays or delivery days for example)
▶▶ Calibration needs, battery life or maintenance requirements of all data loggers and related equipment
▶▶ Acceptable range of variation over time for each measured parameter to ensure the preservation of products stored

The distribution and placement of the data loggers should be well thought out and follow a uniform pattern. Top
to bottom, left to right, front to back, for all racks and shelves within the warehouse. The distance between data
loggers will vary with each facility, based on the size of the rooms and risk factors. These factors must be consider
when creating the protocol (see diagram on page 5).
MadgeTech data logging systems support GMP compliance needs by allowing the user to select the desired time
interval for readings and identifying each data logger uniquely within the software interface as well as in reports and
on the physical device. This enables users to easily pinpoint and correct for any variance with accuracy. MadgeTech
recommends setting the device readings for at least one reading every 15 minutes in order to collect enough
data points to provide a comprehensive overview of the warehouse.
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RFCO2RHTemp2000A
Wireless CO2, Humidity and Temperature Data Logger
www.madgetech.com/rfco2rhtemp2000a.html

Step 4: Select the Appropriate Equipment
MadgeTech’s highly knowledgeable staff are available to answer questions and guide customers through the
process of choosing the right tools for the job. Our technical sales and support team are experienced with the
variables of mapping studies and are even available for on-site assessments or implementation if needed.
Some things to consider when selecting equipment:
▶▶ Minimal potential for data loss or error
▶▶ High accuracy for each parameter
▶▶ Configurable reading rate
▶▶ Speed of response time and sensitivity of the device (a faster response will provide more specific results to
help identify problems)
▶▶ Maintenance and calibration frequency required
▶▶ Configurable alarm notification options to quickly inform users of any deviations, such as audible, text and
email alerts (this can be critical in heading off a problem prior to losing or damaging any stored goods)
▶▶ Comprehensive reporting tools and data viewing options (Graphs, tabular or real time data)
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Step 5: Set Up the Data Loggers Throughout
the Warehouse
The data loggers should be set up according to what is established in the protocol. As a basis, the warehouse can
be divided into several sections and layers, with loggers placed in each one. It is important to consider the product
itself. If the product is being stored on shelves or racks, the data loggers should be placed in the middle of the
racks throughout each layer to provide a representation of what the product is experiencing.

RFTemp2000A

Wireless Temperature Data Logger
www.madgetech.com/rftemp2000a.html
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Step 6: Conduct a Test and Review the Results
Once the data for the study has been recorded, it can then be downloaded onto a PC for analysis and review.
MadgeTech wireless data loggers can also transmit data in real time, providing the user with an instantaneous view
of the environment as it is happening. This is especially beneficial if the mapping study is time-sensitive.
Once data has been downloaded, the MadgeTech Software provides built in report options that can present the
findings in a graph, tabular or summary format, or easily export the data to Excel® for more custom presentation if
needed. The Mean Kinetic Temperature is automatically calculated in the MadgeTech software (MKT is required
for GMP compliance). All downloaded data is automatically saved to the internal database file of the MadgeTech
Software. This is an important feature that ensures that records are saved and available if needed in the future.
The mapping test findings should include the following information:
▶▶ Date and time of the test study
▶▶ Data for each data logger and parameter with time and date stamps for each reading
▶▶ Calculated values for the average, minimum and maximum for each parameter channel
▶▶ A graph display of all data logger parameters over the duration of the test
▶▶ Calibration information of the equipment used
▶▶ Reading rate and other device settings used
▶▶ Provide a document with space for notes and approval signatures
Tip: For data examination, creating a graph that overlays multiple loggers and channels in one report can provide
a quick look at extremes and trends to help identify problems. The date and time stamps can help tie anomalies to
an event, such as a loading dock door being opened in the proximity of the data logger location.
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Step 7: Make Modifications as Necessary
After the data has been sufficiently analyzed and documented, it may become clear that certain aspects of the
warehouse need to be changed. Some common adjustments are:
▶▶ Moving rack locations that are too close to risk factors
▶▶ Adjusting HVAC settings or location of vents (an HVAC expert may be needed to evaluate the system)
▶▶ Rearrange shelves or racks to eliminate obstruction of airflow
▶▶ Add fans or increase ventilation in certain areas
▶▶ Address traffic to reduce opening and closing of doors
▶▶ Block sunlight that may be causing a hot zone
▶▶ Each modification made in the system should subsequently be documented in the protocol and approved

References

Below is a list of regulations and guidance for mapping that is intended to be helpful but not comprehensive.
International Conference on Harmonisation:
ICH Q10 Pharmaceutical Quality System (2009)
United States Pharmacopeial Convention:
USP Chapter 1079 Monitoring Devices – Good Storage and Shipping Practices (under revision 2011)
USP Chapter 1118 Monitoring Devices – Time, Temperature, and Humidity
International Society of Pharmaceutical Engineering:
ISPE Good Practice Guide – Cold Chain Management (2011)
Parenteral Drug Association:
PDA Technical Report No. 52 – Guidance for Good Distribution Practices for the Pharmaceutical Supply Chain (2011)
Pharmaceutical Convention Inspection and Pharmaceutical Inspection Cooperation Scheme:
PIC/S GMP Guide Part I: Basic Requirements for Medicinal Program Sections 3.19 and 4.9
PIC/S GMP Guide Part II: Basic Requirements for Active Pharmaceutical Ingredients Sections 7.42 and 10.1
U.S. FDA Code of Federal Regulations Title 21:
21 CFR Part 210 cGMPs for Manufacturing, Processing or Holding of Drugs
21 CFR Part 211 cGMPs for Finished Pharmaceuticals
21 CFR Part 820 cGMPs for Medical Devices
21 CFR Part 600 cGMPs for Blood Products
21 CFR Part 111 cGMPs for Dietary Supplements
21 CFR Part 11 cGMPS Electronic Records & Signatures
21 CFR 211.46, .68, .142, .194 Ventilation, Air Filtration; Electronic Equipment, Warehousing; Laboratory Records

Step 8: Initiate the Mapping Study Schedule
After the initial test study is complete and any necessary adjustments have been made, start the implementation
of the mapping study schedule that has been outlined in the protocol document. The first instance of the study
from this point should meet all requirements or be assessed for further modification.

Contact a MadgeTech Sales Associate
Today to Get Started!

(603) 456-2011

European Commission:
EC Guidelines on Good Distribution Practice of Medicinal Products for Human Use (under revision 2011)
U.S. FDA Code of Federal Regulations Title 21:
21 CFR 820.150 Storage
Health Canada:
GUI 0069: Guidelines for Temperature Control of Drug Products During Storage and Transportation (2011)
European Commission:
Eudralex Volume 4 Good Manufacturing Practices – Medicinal Products for Human and Veterinary Use, Annex 11: Computerized Systems (2011)
U.S. FDA:
Guidance for Industry: Quality Systems Approach to Pharmaceutical cGMP Regulations (2006)
Pharmaceutical CGMPs for the 21st Century – A Risk-Based Approach (2004)
International Conference on Harmonisation:
ICH Q8 – Pharmaceutical Development (2006)
ICH Q9 – Quality Risk Management (2006)
ICH Appendix 2.4 Human and Organizational Errors and Criticality of Records
International Society of Pharmaceutical Engineering:
ISPE GAMP®5: A Risk-Based Approach to Compliant GxP Computerized Systems
World Health Organization:
WHO Report 908 Appendix 2 ASTM (formerly American Society for Testing and Materials):
ASTM E2500 Standard Guide for Specification, Design, and Verification of Pharmaceutical and Biopharmaceutical Manufacturing Systems and
Equipment (2007)
International Organization for Standardization:
ISO/IEC 17025:2005 General Requirements for the Competence of Testing and Calibration Laboratories
ISO 10012:2003 Measurement Management Systems
ISO 14971:2007 Medical Devices – Application of Risk Management

FAQ
How often should you map your space?
Some protocols call for mapping every three months while others can suffice with yearly. The
validation plan should take into consideration any seasonal impacts such as weather changes
or product volume trends. Any major event in the facility such as construction or HVAC changes
could justify an unscheduled validation run. Consider these variables when making your
frequency decisions.

How long should the mapping study last?
Be sure to plan the duration of your study for a realistic period of time that represents an adequate
sampling of what the environment is exposed to. For instance, make sure the testing period covers
weekends, when there may be little or no activity and also during a busy time when doors are
constantly being opened and closed. Depending on the workflow of the facility, this may be more
efficient to do in several small studies versus one long one.

Where can I find more regulation and guideline information?
Warehouse mapping regulations such as CFR Title 21 require documented evidence that the storage
environment is tightly controlled in a way that preserves the products and goods stored there.
Performing the mapping studies as outlined in this document will provide that. These standards are
continually affected by technological advances and it is imperative to keep abreast of the changing
standards, please see the reference section for some suggested resources.
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